Accommodating intraocular lens implantation in an epikeratophakia patient.
We report a case of implantation of the Crystalens AT-45SE and AT-52SE intraocular lenses in a highly myopic patient who had bilateral epikeratophakia surgery 15 years previously. Lessons learned from the first eye were taken into consideration when selecting the dioptric power for the fellow eye. With secondary interventions and meticulous lens calculations, the final outcomes were excellent and equivalent, allowing the patient to achieve uncorrected distance and intermediate visual acuities of 20/25 and near visual acuity of 20/50 in both eyes. To our knowledge, this is the first reported case of accommodating lens implantation in an epikeratophakic eye.